Inappropriate mode switching in a dual chamber pacemaker due to oversensing of a high frequency signal from a conductor/ring discontinuity (loose set screw).
Two unusual cases are reported of pacemaker oversensing of the impedance pulse by the atrial channel attributed to a loose set screw.